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Test Test Agenc Overator Zm.Bm Alcohol Alcohol Sim. Sim. Status Message
Date Time g ¥ P val. 1- val. 2 Conc. 1 Conc. 2 v sag
03/02/2013 04:22:42] 8T. ALBANS V&P JOSEPH PAQUETTE 0.245 0.233 0.097 0.095
03/0272013 13:25:48] 8T. ALBANS VSP TUCAS J HALL 5.291 G.097
03/03/2013 01:45:36] ST. ALBANS VSP JAY RIGGEN G.219 0.087
03/07/2013 14:49:14| vsp 5t. albans CORY L LOZIER REFUSED 0.097
03/09/2013 02:16:11] ST. ALBANS VSP VATTHEW CANNON 0.073 §.098
03/09/2013 03:30:37| 5T. ALBANS VSP JAY RIGGEN 0.123 0.096
03/10/2013 01:24:24] 8. ALBANS VSP D ROLANDINT 0.005 G.097
03/14/2013 04:47:57] ST. ALBANS VSP JAY RIGGEN REFUSED ; 0.097
03/23/2013 01:25:44)| ST. ALBANS V8P VMATTHEW CANNON 0.113 0.108 0.097 0.097
03/237/2013 02:25:58] ST. ALBANS VSP JAY RIGGEN 0.162 0.097
03/23/2013 02:52:58] ST. ALDBANS VSP BENJAMIN M PATNODE 0.070 0.096
03/25/72013 00:35:14] ST. ALBANS VSP RICHARD C GTEPIEN G.125 0.124 0.097 0.096
03/30/2013 01:56:06] 5T. ALBANS VSP JAY RIGGEN 0.108 0.101 0.097 0.097
03/30/2013 02:51:06] ST. ALBANS V8P VATTHEW CANNON 0.161 0.159 0.097 0.097
$3/30/2013 16:06:29] 5T. ALBANS V8P JOHN P RAFTERY 0.208 0.209 0.096 0.097
04/01/2013 15:17:24| vsp st. albans CORY L LOZIER 0.163 0.097
0470172013 20:16:09] 5T. ALEANS PD PAUL MORLITS 0.213 0.212 0.096 0.096 -
04/037/2013 10:44:15] ST. ALBANS VSP DUSTIN P ROBINSON 0.147 0.096
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Lot # 12-73-100 EtOHaq Conc: 0.098
Range: 0.093 - 0,103 :

KPe,

[ For RPC or S!mulator Solu’uon Change Place Label Here]

K//.mé J/mw / /’WM/ O%MA

- | [ For RPC or Simulator Solution Change Place Label Here]

~ ALC 803 REV 03 08/2011



